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ABSTRACT 


In preparation for studies of shock waves in a collisionless 
plasma, a grazing incidence vacuum spectrograph has been used to 
study the vacuum ultraviolet spectra of a nitrogen plasma. The 
spectra are formed by a concave grating with a l-meter radius of 
curvature and recorded on Kodak SWR (Shortwave-Radiation) Film. 
Analysis of the spectra was by comparison with helium and argon 
spectra, with intensity information from densitometric measurement 
using a Leeds and Northrup recording densitometer. Relative 
intensity determination provides an electron temperature evaluation 
technique. 

Details on the modification of the Naval Postgraduate School 
plasma facility to accammodate a theta-pinch shock generation 
experiment are presented. Revised operating procedures for the new 
system configuration are included in the appendix. 

A total of 735 lines was observed in the range 300-2000 angstroms. 
Relative intensity measurements indicated electron temperatures in 
the range 7.3 to 19.7 electron volts. Predicted relative intensities 
using a variable combination of the Local Thermal Equilibrium and 
Corona plasma models showed good sensitivity to temperature, but 


little difference between models. 
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I. BACKGROUND AND THEORY 


A. INTRODUCTION 

Modification of the Naval Postgraduate School reflex arc plasma 
facility to accommodate a shock wave generation experiment has been 
campleted. The disturbance in the plasma colum is accomplished by 
a short period capacitor discharge through a single coil mounted co- 
axially with the plasma vacuum tube. Investigation of the shock wave 
generation, velocity, and attenuation in a nitrogen plasma is pres- 
ently being conducted. Background investigations of the visible 
and ultraviolet radiation emitted by the steady state plasma were 
necessary prior to the investigation of shock front emissions. The 
object of this investigation was to provide a spectral survey of the 
nitrogen plasma in the vacuum ultraviolet region under varying con- 
ditions of longitudinal magnitude field strength and at different 
locations along the ten foot plasma colum. Some work was also 
completed in evaluating electron temperatures from observed spectral 
line relative intensities. 

The entire shock disturbance program was undertaken in an attempt 
to solve investigative problems in studies of shock waves in low pres- 
sure atmospheric gases. Previous experimentation has been hampered 
by impurity problems and by atmospheric absorption of emitted radi- 
ation. The solution to these problems could best be accomplished 
through study of a magnetically confined laboratory plasma. Use of 
vacuum ultraviolet detectors is of considerable importance in radi- 
ation studies of multiple-ionized gases, since the most intense enission 


lines Occur inthe Vacuum ileravioler. 


This report describes the vacuum ultraviolet investigation 
of the nitrogen plasma, modification of the plasma system for 
shock wave studies, and presents identifications of the observed 
spectra. Additionally, two computer programs are presented for 
use in spectral analysis. One is a more sophisticated version of 
previous work in electron temperature evaluation fram relative line 
intensities based on either local thermal equilibrium or corona 
conditions. The second generates predicted relative intensities 
for fixed electron temperatures based on various combinations of 
LTE and corona radiation models. 

Past work in the steady state nitrogen plasma includes probe 
measurements of electron temperatures [1], a spectral survey of 
the visible nitrogen spectrum, and preliminary intensity analysis 
using a dual beam spectrophotometer [2]. Investigations continue 
in both areas. Previous vacuum ultraviolet investigation was 


limited to argon and helium plasmas [3]. 


B. GRAZING INCIDENCE ULTRAVIOLET SPECTROSCOPY 

Investigations in the region above 1000 A may be made with 
conventional mountings of diffraction gratings at normal incidence. 
Reflectance of concave gratings, although of low magnitude in the 
range 1000 A to 2000 A, is acceptable provided a suitable vacuum- 
deposited reflecting film is used. The material most generally used 
is platinum, which for normal incidence has a reflectance of 22% for 
radiation as short as 600 A [4]. For investigations of wavelengths 
below 600 A one must resort to grazing incidence spectroscopy. As 
suggested by past research in the vacuum ultraviolet, a one-meter 


radius of curvature concave grating has been platinum coated for use 


at grazing incidence. There are no suitable transmittance optics 

in this region. Even the number of reflections must be kept to an 
absolute minimum. For these reasons, the vacuum ultraviolet spectro- 
graph was designed to utilize a Rowland mounted concave grating at 
grazing incidence. 

The spectrograph optics are shown schematically in Fig. 1. Angle 
of incidence is set at 82°. The theory of operation of the concave 
grating has been discussed in detail by Beutler [5] and others. The 
fact that Rowland conditions are valid at grazing incidence allows 


rather simple evaluation of the reciprocal dispersion as: 


an d 

tp mR COS ? 

where 2 is the distance fram the central image to the position of a 
spectral line of wavelength \ (as measured along the Rowland circle), 
d/m is the groove spacing of the grating, ard y is the angle of dif- 


fraction. The reciprocal dispersion of the grating used is summarized 


below. 
_y_ Ar/dAL 
O O 
0 16.7 AAm 
45° 11.8 
75° ancy, 
g0° 2.90 
oie mca 
g2° 238 
830 2.04 


Note from the equation that d%/dA is directly proportional to l/cos ,. 


Thus as approaches 90°, d2r/dv becomes infinite. 
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The advantage of higher angular dispersion at grazing incidence 
is obvious. Resolving power, on the other hand, decreases at grazing 
incidence. As shown by Samson [6], resolving power is directly pro- 
portional to the optimum width of the grazing which decreases fram 
21.6 cm at normal incidence to 2.2 cm at 80° incidence for a wave- 


O 
length of 500A. 


C. NITROGEN PLASMA 

Previous studies have described the steady state reflex arc. 
Ionization has been estimated at 95%. Electron temperatures on the 
order of 4.0 eV have been reported by Orlicki [7], et al, although a 
computer program error affected the results slightly. Present work 
with Langmuir probes and a dual beam spectrophotameter indicates 
values of electron temperatures in the range 3.5 to 8.0 eV. Previous 


52° 


estimates of ion temperatures are 5 x 10° ~K maximum, and electron 


densities approximately 2 x enone The ion temperature was esti- 
mated from previous unpublished work on interferometer measurement 
of Doppler broadening. Null results make the assumed value an upper 
limit of the ion temperature. 

Of particular importance in considering possible diagnostics 
for shock wave investigation are the characteristic collision times. 
Relative line intensity analysis is dependent on the assumed radiation 
model. Determination of the time required for a perturbed plasma to 
restore itself to the condition of local thermal equilibrium is 
necessary to establish the validity of using an LTE based intensity 


analysis. Based on electron-ion collision time equations developed 


by Spitzer [8], and Rose and Clark [15] 


oe 


where A is a measure of the number of electrons in a Debye sphere 
and other symbols are well known. For electron-ion and ion-electron 


collisions the collision times are given by 


32 /2n « a m 1/2 (xr) 3/2 
taie = t,eh = ———,5-—=+—___—___ 
came? : (Zq")“ n, Ina 
Assuming for the NPGS plasma the following parameters according to 


previous evaluations; 


Sux 10° OK 


rH 
iI 


f— 5 xX 10° eK 


i OK oe 


= 


10 (as given by Spitzer) 


we find for the collision times: 


T,ee = 0.148 x 10° sec 
tad = 0.754 x 10° sec (N*) 
t,e1 = 260.8 x ign sec 
t.1e = 6.7 sec (N°) 


6 
Since scattering of ions by electrons is much slower than relaxation 
through ion-ion collisions, it is expected that any effects of a 
disturbance which selectively heats ions may be observed as increased 


ion temperature and that analysis may assume equilibrium conditions. 


In particular, for a shock front which raises the ion temperature 
to just double the electron temperature, calculations assuming the 
previous electron temperature give an ion-ion collision time of 

67 aux aici sec for Nv. In collisionless heating of the plasma most 
of the energy should be transferred to the ions, making the previous 
assumptions plausible. It may be concluded that shock perturbation 
of the ion temperature will be observable, but time resolution may 


be necessary. 


D. LTE AND CORONA PLASMA RADIATION MODELS 

Quantitative spectral analysis requires the assumption of specific 
equilibrium conditions in the plasma. The simplest of the radiation 
models is the assumption of local thermal equilibrium. LTE as defined 
by McWhirter [9] assumes that the distribution of electron density 
populations is determined by particle collision processes with im- 
mediate response to changes in plasma conditions. Electron collision 
processes dominate with electrons having a Maxwellian distribution. 
Observation of a particular area of the plasma gives average values 
of electron temperature and density over the area. The plasma para- 
meters may have time and spatial variation, but population densities 
for any point are uniquely determined by the local values of tempera- 
ture, density, and camposition. Relative number densities of like 
species may be expressed solely in terms of the appropriate statistical 


weights and Boltzmann factors; e.g., 


g, exp (-E_/kT) 
N /N_ = 
nm oF exp (-E_/kT) 


Local thermal equilibrium requires negligible radiative decay. This 


condition is met most closely in dense laboratory plasmas. When the 


13 


plasma electron density decreases to the point where radiative decay 
becomes important LTE is no longer a valid model. 

Based on the probability of radiative transitions being comparable 
with collisional transitions under certain conditions, McWhirter has 
derived a validity criterion for the assumption of local thermal 


equilibrium. The criterion, 


n, 2 rok 1 — x (p,q) > en 
where, 3 
n, = electron density (cm ~) 
T. = electron temperature (°K) 
x (p,q) = excitation potential of level p from 


level q (volts) 


Using the previously stated average electron temperature of 5 x 10° oe 
O 
x¥(p,q) = 1llv (for the 1200 A transition of NI), then the electron 


om cm”. Previously estimated 


density must be greater than 4.76 x 10 
electron densities are nowhere near this magnitude. Griem [10] has 
suggested that the validity criterion may be even more stringent since 
actual plasmas are both inhomogeneous and time dependent. On the other 
hand, if quantitative results fran assumption of local thermal equilib- 
rium agree with independent diagnostic methods, LTE may give acceptable 
results for certain ion species. The simplicity of the LTE model 
makes its use desirable whenever possible. 

At the other extreme is the assumption that collisional ionization 
and excitation are balanced by radiative recombination and spontaneous 
decay. This model is the corona-radiative plasma model described in 
detail by Griem [10], McWhirter [9], and others. Population density 


distributions are now based on the assumption of a Maxwellian velocity 


distribution for free electrons as in the LTE model and balance between 
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collisional excitation from the ground level and spontaneous radiative 
decay instead of the collisional balance of LTE. This balance con- 
dition is met in cases where the electron density is too low to meet 
the validity criterion for LTE. 

Line intensities are dependent on the relative number of electrons 
in an excited state, probability for the particular transition from 
that state to occur, and observational probability with respect to 
the emitted radiation. Population densities are determined by exci- 
tation and de-excitation processes in the plasma. Atomic transition 
probabilities prescribe the most likely route for de-excitation of an 
excited state. Observational probability is disregarded by assumption 
that the plasma is optically thin; i.e., emitted radiation is not self- 
absorbed by the plasma. A very general expression for spectral line 


intensity is then, 


I(p,q) = 1/4n f nip) A(p,q) hv (p,q) ds 
J 


where n(p) is the population density of level p, v(p,q) is the fre- 
quency of the emitted photon, and A(p,q) is the atomic transition 
probability for the transition between bound levels p and q. A(p,q) 
may be evaluated quantum mechanically using various theoretical 
approximations (notably the Coulamb approximation and Self-Consistent 
Field approximation) or experimentally fram the previous equation. 

If intensities are to be used in plasma electron temperature 
analysis, the line intensity ratio technique is most generally used. 
This avoids the requirements for absolute intensity measurements and 
determination of population density distributions when the observed 


spectral lines are of the same species. 


15 


Assuming local thermal equilibrium, electron temperatures may 
be evaluated through knowledge of relative spectral line intensities 


by using an equation given by Robinson and Lenn [11]: 


i: ae 


7 m2 m1 
ees 3 
eee 
eae ee 
[72 % ey 
where, Em = excitation energies of the first and second 
levels, respectively 
k = Boltzmann constant 


I,/1, = Folative Line ineenoterles 
Jy1F5 = statistical weights of the upper states 


f,/f, = absorption oscillator strengths 


aay 


wavelengths of the transitions 


This equation may be developed fram the expression for the absolute 


line intensity, 


Lee ae (EZ - E.) gS N/Q]) exp (-E fe) 


where N is the species number density, Q is the internal partition 
function, and other terms are as previously defined. Again it is 

seen that line intensities are dependent on the population distribution 
of electrons in the excited state, N exp (-E kT)» and the probability 
of the transition A. Dividing the above expression by a like equation 
for another transition of the same atomic species, number densities 


and the internal partition functions are eliminated. 


- g, A, v 
ee a onl 
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Additionally, intensities need not be measured absolutely since on 
solving for Thy the intensities appear as a ratio. Only the relative 
strengths are necessary. Using the expression for atamic transition 


probability in terms of the absorption oscillator strength, fon! 


A = constant x £ ye 
mn mn 


the expression given for electron temperature is reached. 

The Corona model is very similar in terms of analysis to the LTE 
model. Balance of the collisional-excitation rate fram the ground 
state with the spontaneous decay rate brings in a factor of (E/E) 
in the expression for the number density. This modification of the 
Saha-Boltzmann equations does not cancel for line ratio expressions 
Since the excitation potentials of the two excited levels are usually 
not the same. Based on this departure fram the Boltzmann and Saha 
equations for distributions of population densities, the electron ten- 


perature as given for Local Thermal Equilibrium is changed to: 


EE 
SS, 735 
ee de 
klaiie —— eae | gies 
ee Sy eee 


where all symbols are previously defined. A computer program is given 
in Appendix F to derive electron temperatures for either model. The 
computer program given in Appendix G will generate relative line 
intensities fram known electron temperatures and mixes of the two 

basic radiation models. Values for oscillator strengths and statistical 


weights were obtained fram Griem [10] and Wiese, Smith, and Glennon [12]. 


Lg 


II. APPARATUS 


A. SPECTROGRAPH 

The grazing incidence vacuum spectrograph used for the vacuum 
ultraviolet survey of the nitrogen plasma was designed by R. L. 
Kelly [13]. It has survey capability in the range 100 - 2250 A 
and is compatible with the NPGS plasma reflex arc vacuum systen. 

A schematic diagram shows the principal features of the spectro- 
graph (Fig. 1). Mounted on the front plate of the vacuum tank is 

a Slit assembly with entrance slit set at 15 microns. The grating 
mount and film holder are supported by a channel beam welded to the 
front plate. The vacuum enclosure consists of a 10-inch I.D. 
aluminum tube which bolts to the front plate. The rear of the 
system has a removable back plate allowing film loading. 

The grating used was a Bausch and Lomb replica diffraction 
grating with a 998.8 mm radius of curvature, 600 grooves per nm, 
blaze angle of Ao ee for a blaze wavelength of 2760 iy used at 
g2° angle of incidence. This grating differed from the grating 
previously used in that it was platinum coated for greater reflec- 
tance in the extreme vacuum ultraviolet. 

The spectrograph vacuum system consists of a 4" National Research 
Corporation Model 0161 diffusion pump and a Welch Scientific high 
vacuum Duo-Seal Model 1402 mechanical pump. In operation the 
combined pumping system provided, with cold trapping, a fifteen 
minute recycle capability fram atmospheric pressure to one micron 


or less. The complete spectrograph system is shown in Fig. 2. 
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No purging gas was used although there is a capability for purging 
through a variable leak connected to the vacuum tank vent. The vari- 
able leak was utilized in spark source focusing runs to optimize pres- 


sures for operation of the vacuum spark gap. 


B. SPARK GAP CALIBRATION SOURCE 

Positioning and focusing of the new platinum coated grating was 
accamplished in part through the use of a vacuum spark gap. The ap- 
paratus is described in detail by L. E. Kaufman [14]. The trigger 
Circuit was by-passed to produce a free running spark with discharge 
potential controlled by the spacing of the trigger electrodes (spark 
gap switch). The circuit schematic (Fig. 3) shows the spark gap system 
as used. During initial calibration runs it was found that significant 
losses were developing in the coaxial cable from the air gap switch to 
the vacuum spark, in corona discharge at the electrode holder, and in 
secondary discharge between the aluminum end plates of the glass T 
pipe and the electrodes or between the thinly coated wall of the glass 
T pipe and the electrodes. The problem was solved by substitution of 
high voltage coaxial cable and hy redesign of the electrode assembly. 
All possible corona points were eliminated and secondary discharge 
prevented by use of heavy gauge wire electrodes mounted in glass feed- 
throughs. The improvement in concentration of the discharge between 
the electrode pins was significant as shown by comparison spectra in 
Fig. 4. The number of sparks required to produce equivalent exposures 


was reduced by a factor of ten. 
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C. PLASMA SYSTEM 

Initial survey of the nitrogen plasma was conducted with the 
plasma system configuration shown in Fig. 5. The nitrogen spectrum 
was scanned at each of the five access ports indicated in the figure. 
The discharge was operated with a hollow tantalum cathode at ground 
with respect to the fixed anode held at approximately 100 volts. Arc 
current was maintained at 60 amps although operation was possible 
over the range 40 to 120 amps for most conditions of magnetic field 
and gas supply pressure. At lower currents the discharge could not 
be maintained. Power requirements and cathode lifetimes set the upper 
limit. Main magnetic field current was set at 400 amps for the initial 
runs giving a field of approximately 2400 gauss at the center of the 
plasma column, as measured with a Hall probe. The field was uniform 
to within 15% between observation ports #1 and #5. Capability for 
variation of the magnetic field strength is from approximately 1200 
gauss to 10,000 gauss. Neutral gas pres=ires were measured by an ion 
gauge positioned above port #3 and varied with the gas supply pres- 
sure fram 8 x 107> mn Hg to 8 x ome tae Hg. Oscillations of the 
plasma, which persisted for as much as two hours, occurred when the 
argon starting gas was replaced by nitrogen. 

In order to accanmodate a theta pinch-generated shock wave experi- 
ment the system was altered by insertion of a glass tube with 2 inch 
I.D. in place of Port #4. A straight section of 4 inch pyrex tube 
was placed between Port #3 and the anode chamber for use in a longi- 
tudinal wave study. Diffusion pump #1 was completely bypassed. The 
anode-cathode section was redesigned with the anode chamber positional 
above a Clark 10" diffusion pump. A large manual gate valve separates 


the exhaust side of the 10" diffusion pump fram the booster manifold, 


NOILVYNIIINOI GQIO-WILSAS VWSVW1d 
gold 





but there is currently no provision for autamatic valving between 
the diffusion pump and the vacuum chamber. This major alteration 

of the plasma vacuum system made it necessary to develop a set of 
standardized operating procedures to prevent damage to the diffusion 
pumps and the vacuum chamber. The vacuum control panel was re- 
designed as shown in Fig. 6. Operating procedures are presented 

in Appendix A. A schematic of the new vacuum system configuration 
is shown in Fig. 7. Details of the anode-cathode section are shown 
in Fig. 8. As depicted, five new magnets were wound fram 1/4 inch 
Square copper tubing for use on both ends of the cathode and anode 
chambers. When used with the designed number of water paths, each 
coil is capable of use at 300 amps/40 volts. At present, the number 
of water paths is reduced, setting a 150 amp current limit. 

With the new configuration the system was operated with magnetic 
field strength varied fram approximately 2400 to 6000 gauss. The 
mirror rectifier was reconnected to the mirror magnet for improve- 
ment of plasma confinement. Visible intensities improved slightly 
and the mirror magnet was set at 1000 amps for a field strength in 
the vicinity of the floating anode of 5600 gauss. 

With the new configuration no instability problems developed on 
Switching from argon to nitrogen, although the nitrogen plasma column 
was more diffuse than with the previous vacuum system. The previous 
instabilities appeared to be pressure ee although no ranging of 
the operating parameters affected the instabilities. A possible 
explanation of the problem was insufficient gas throughput with the 
old system. The greater pumping capacity has made it necessary to 
operate with gas supply needle valves wide open and booster manifold 


pressures three times the previous values. 


a5 


JILVWIJHIOS JOULNOD WANIVA WWSW1d 












GZ44AD 
JOMOY 9 “Old dwnadeaioy 
joryuoy O 
Y24!mMG a}68601 va 
SSNS 30 a) ZA 
7 a6Bnodg Uo] S aa 134S00g 
Ve C) 
V 
2405 Qe PIOsiuow @ 134s00g 
jonuowL 
72 AO) 


HILIMS 
$6844 9104 6 ¥OL3D39714S 
IqQOw 
Oyssoryy 
= ponunbw 


$91440g O 


FINSS@1guo;y 
saqupys 


MIRON o> 





26 





NOILIGS JQONV-JOOHIVI 














8 94 \ 
ae | 
WE oe a 
re fl Sl 





yhduy seg 


D. THETA PINCH SHOCK GENERATION 

Installation of the theta pinch device was campleted in May 1969. 
The system is sketched in Figs. 9, 10. At present the systen is 
capable of discharging a 4.8 x 10° amp, 20 kilovolt pulse with a 
ringing frequency of approximately 1 megacycle. The pulse is dis- 
charged around a single turn coil that is coaxial with the plasma 
column. The concept of shock generation in this manner is similar 
to that used in the Scylla device as described by Rose and Clark [15]. 
Theory of operation of the theta-pinch is best described by Glasstone 
and Lovberg [16]. Discharge through the coil induces an oppositely 
directed azimuthal current which with the axial magnetic field causes 
a campressive force to act on the plasma colum. Heating by magnetic 
campression shows great pramise in thermonuclear work although sig- 
nificant problems in confinement develop. The purpose of the theta- 
pinch device in the NPGS plasm system however is to provide a fast 
campression generated shock wave in conditions qualitatively similar 


to the ionosphere. 
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THETA-PINCH COIL 
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III. EXPERIMENTAL TECHNIQUES 


A. INSTALLATION OF GRATING 

To improve the operating characteristics of the vacuum ultra- 
violet spectrograph, i.e., to reduce required exposure times, the 
previously used uncoated grating was replaced with a platinum coated 
grating with other characteristics identical. This was accomplished 
by establishing bench marks while the old grating was in place, then 
matching the new grating to these conditions. Fine focusing was 
accamplished using the continuous spectrum of a medium pressure 
mercury source and adjusting the grating for maximum sharpness of 
the 0, absorption lines (Fig. 11). Overall focus was then checked 
in vacuum utilizing a tungsten-aluminum spark source. It became 
apparent after moving the spectrograph to the plasma source that 
substantial losses were occurring due to excessive downward rotation 
of the grating about a longitudinal axis. Observed spectral lines 
were extremely faint and extended over only a third of the filn. 
The grating was then completely repositioned using a cathetometer 
in conjunction with a continuous beam laser to make coplanar the 
Rowland circle established by the grating and the plane established 
by the film holder. Extension of the Rowland circle permitted using 
the Hg green line as a focus check. Final focus was as above with 
the absorption spectrum and the tungsten-aluminum spectrum. 

Major problems developed in the spark gap calibration source. 
Losses as described in the previous section in the coaxial cable and 


in stray discharge inside the glass T-tube reduced the efficiency of 


2 





FIG. 11 


the spark to the point where adequate calibration runs could not 
be made. Redesign of the electrodes and the power input system 
allowed exposures with ten or fewer sparks as compared to three 


hundred sparks giving barely usable results. 


B. OPERATION OF VACUUM SPECTROGRAPH 

Vacuum system operation is described in Appendix B. Alignment 
of the optical system with the central core of the plasma colum was 
possible through trial and error exposures. A small degree of 
anastigmatism allowed centering of the spectral lines. The vacuum 
coupling of the spectrograph to the plasma system was modified to 
allow coupling at each of the five ports along the plasma colum. 
Exposures were made for varying background pressures as set by vary- 
ing the gas supply pressure. Exposure times ranged from thirty seconds 
at Port #1 (nearest the cathode) to ten minutes at Port #5 (next to 
the floating anode), for comparable results. Modification of the 
plasma vacuum system restricted the location of the spectrograph to 
Port #3, the plasma midpoint. At this port studies were made of the 
nitrogen plasma at magnetic field strengths frem 2400 to 6000 gauss 
with the mirror magnet set to 1000 amps (5600 gauss) or turned off. 
Visible intensities increased at lower magnetic field strengths 


with the mirror magnet on, as expected. 


C. SPHCTRAL ANALYSIS 

Calibration of the nitrogen spectrum was accomplished by compari- 
son with previously identified helium spectra taken on the P-4 device 
and on the NPGS reflex arc. A sufficient number of lines was identified 


to allow fitting of the remaining comparator-determined positions to a 


six degree polynomial. The nitrogen-helium spectrum is shown in 
Fig. 12 with complete identifications presented in Appendix C. Cross 
reference to this spectrum allowed identification of the nitrogen 
spectrum shown in Fig. 13 with identifications in Appendix D. For 
information only, argon spectra are shown in Fig. 14 fram the previous 
and present gratings. Some improvement in sensitivity with the new 
grating is noted although relative exposure data are not available. 
Density information was obtained by scanning the film with a 
Leeds and Northrup recording microphotameter using a Speedamax 
recorder. The density data were utilized in calculating electron ten- 
peratures by converting the data to intensities with an equation given 


by Harrison, Lord, and Loofbourow [15], 


I, =I, antilog,, [(D, - D/¥] 


where y is the contrast of the photographic emilsion measured by the 
tangent of the density versus log intensity curve (cammonly called 
the "H & D" curve). For the conditions under which the Kodak SWR 
film was used, gamma is estimated to be 1.6 for monochromatic exposure 
at 758 A (16). This estimate is based an the Kodak published density- 
log intensity curve, not on any published SWR galma tabulations. 
Background studies of nitrogen in preparation for the spectral 
Survey included drawing of Grotrian diagrams for NI, NII, NIII, and 
NIV. The source for atamic energy levels was principally C. E. Moore 
[17]. Transition data were obtained fran Moore [18], Kelly [19], Wiese, 
Smith, and Glennon [12] with supplementary references mentioned by these 
Sources checked. Emphasis was given to vacuum ultraviolet transitions 
although prominent visible transitions between many of the lower lying 


levels are included. The diagrams are presented in Appendix Ff. 
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FIG. 14 
ARGON SPECTRA 


D. PLASMA SYSTEM OPERATION 

A number of problems remain unresolved with respect to operation 
of the plasma system. Lifetime of the hollow cathode has not improved 
with modification of the cathode assembly. Average lifetime of five 
cathodes used since completion of the new assembly was 8.03 hours 
as compared with an average lifetime in the old system of 10.0 hours. 
Failure of the cathode with one exception has occurred approximately 
1.5 am fram the tip, suggesting reflected banbardment of the outside 
of the cathode or magnetic focusing at this point. Evaluation of 
the cathode life with anode magnet off operation is not complete. 

The first cathode used in this manner lasted for 20.37 hours, and 
appeared to be in excellent condition at 14.00 hours with a very 
slight ablative necking down over the first 1.5 cm of the cathode. 

It is expected that operation in this mode will substantially improve 
the cathode lifetimes. Reasons for using the anode-off operation 

are discussed in the following paragraph. 

Although nitrogen plasma instability problems were not apparent 
in the new vacuum system, the entire plasma column was very diffuse 
with diametric extent of 8 cm. It was discovered by the author that 
operation of the system with the anode magnets off increased the sta- 
bility of the plasma, narrowed the beam diameter to 1 cm, and greatly 
increased visible intensities. Alignment of the anode magnets on the 
plasma system longitudinal axis and magnetic field direction were 
checked and found to be in order. A possible explanation of this 
phenamenon may be a mirroring effect which results in major plasma 
confinement between the cathode and the fixed anode. Additionally, 


improper focusing of ions at the cathode would have a disruptive eftect 


a 


on the entire beam. Background pressures measured with an ionization 
gauge above Port #3 indicate an increase of neutral pressure from 


Jo ek non mm Hg to 1.2 x toe when the anode magnet is energized. 


E. THETA~PINCH SHOCK WAVE STUDY 

Operation of the theta~pinch shock perturbation experiment instal- 
led on the plasma system was first achieved on 6 May 1969. The pulse 
was triggered initially with the plasma chamber at atmospheric pres- 
sure. Visual observations were made with the plasma arc not in 
operation at pressures fram 100 microns to 0.5 microns. Observation 
of the plasma column with the. shock pulse in operation is presently 
being conducted. Diagnostics used to date with both plasma system 
and shock perturbation in operation include; 1) visual observation 
of the plasma column for large scale intensity variation, 2) scanning 
of spectral lines with photamultiplier tubes at the exit slit of a 
dual beam monochromator, 3) oscilloscope investigations with photo- 
multiplier tubes at the plasma system and isolated by use of light 
pipe, 4) Langmuir probe analysis, 5) comparison spectra produced by 
the vacuum ultraviolet survey spectrograph. Results are reported in 


the next section. 
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IV. OBSERVATIONS AND RESULTS 


A. NITROGEN PLASMA SPECTRUM 

Identifications of 735 lines were made from the nitrogen-helium 
spectrum and are reported in Appendix C. Of these the more intense 
nitrogen lines arise from NIII, with NII secondary in numbers and 
intensities of lines. No attempt has been made to correct the 
intensities for spectral sensitivity variation of the film or 
spectrograph. It is noted that there is a general diminishing of 
the number and intensity of spectral lines below 400 & and above 
1600 A. Resonance lines of NV,1238.821 and 1242.804, appear on the 
nitrogen-helium spectrum, but not on the nitrogen spectrum. This 
result most likely arises from an energy transfer from helium ions 
and electrons in the helium plasma to nitrogen contaminants. In the 
nitrogen plasma this energy might be self-absorbed by the lower lying 
species NII and NIII, or dissipated in collisional recombination. Of 
nitrogen's seven ionization states, NI, NII, NIII, NIV, ard DNV are be- 
lieved to have been observed. Impurities included carbon, oxygen, 


argon, and possibly helium and silicon. 


B. RELATIVE LINE INTENSITIES 

In an effort to establish a radiation model for the plasma, both 
the Local Thermal Equilibrium model and the Corona model were linearly 
combined. With temperature inputs fram 4.0 eV to 8.0 eV, markedly dif- 
ferent intensities were calculated for LTE versus Corona models. Re- 
sults for a group of 21 lines in the range 529.4 A to 672.0 A are shown 
in the table on the following page. The intensities show slight sen- 


Sltivity to variation in model and pronounced sensitivity to changes 
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4.0 eV 


Electron Temperature 
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8.0 eV 


Electron Temperature 


in electron temperature. As the model approached 100% Corona, relative 
intensities doubled in most cases. With increasing electron temperature, 
the relative intensities decreased but not as sharply as with model 
variation. 

The most obvious use of the calculations or similar ones in the 
Visible spectrum is to determine which radiation model is more appro- 
priate for any given ion species. To accomplish this an accurate inde- 
pendent measurement of electron temperature must be made. Intensities 
from the model mix calculations should then pinpoint the correct model, 
or show that a certain linear combination gives satisfactory results. 

A further result would of course be more accurate determination of 
absorption oscillator strengths. 

Another possible use of the model mix is for intensity predictions 
over a wide wavelength range. The drawback to accurate intensity 
predictions at the present time is again lack of precise values for 


the absorption oscillator strength. 


C. ELECTRON TEMPERATURE EVALUATION 

Initial results from density information in the vacuum ultraviolet 
produce wide variation in electron temperature. Values were uniformly 
spread over a range of 1.0 eV to 12.0 eV. Work is continuing in this 
area, although oscillator strengths in the vacuum ultraviolet region 
may vary as much as 40-50% even within the same multiplet. 

The preliminary VUV density results prompted further investigation 
in the visible region. Using the unpublished intensity measurements 
made by Major J. Cote using a dual beam spectrophotometer, electron tem- 
peratures were calculated using the Corona model. The results for various 


magnetic field strengths are presented below. 


Magnetic Field LTE CORONA 


2400 gauss 3.8473 eV 7.3384 eV 
3000 3.6650 figes | P25 

3600 5.5496 19.2663 

4200 measurements inconsistent 
4800 4.4115 OTe S6 


It is believed that the Corona values are more nearly correct in view 
of the large violation of the LTE validity criterion. The value for 
3600 gauss is questionable in view of the tendency of the electron 
temperature equation to become indeterminate for very small values 


of the logarithmic term in the denominator. 


D. THETA-PINCH PERTURBATION 

No visible effects have been noted on the plasma column due to the 
theta-pinch discharge. Ionization of both argon and nitrogen has been 
achieved with the chamber pressure between 100 microns and 4.8 x 104 
mn Hg. Below this pressure, effects of the shock pulse were not seen 
with the reflex arc off. 

Attempts to observe the shock with the spectrophotameter were 
equally unrewarding. Minor oscillations were determined to be extraneous 
pickup of the trigger signal in the pressurized spark gap switch. RF 
discharge has been noted at all locations in the plasma laboratory in- 
cluding sparking between wires of a diagnostic coil placed near the 
Single coil theta-pinch device. Attempts to filter the RF signal are 
in progress. Probe signals showed pickup of the trigger signal but no 
useful information on perturbations within the plasma colum. 

The first possible indication of variation of the plasma colum 
was picked up on 19 May 1969, by a remote photamultiplier connected to 


the plasma tube by a light pipe. The signal to the oscilloscope was 
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directly related to the spark of the trigger gap although the signal 
was not noted every time the spark trigger indicated discharge through 
the theta-pinch coil. The signal showed a rise time of slightly less 
than 1 microsecond and an amplitude approximately 2.5 times the noise 
amplitude. Confirmation that the signal was indeed fram the plasma 


was based on camplete shielding of the light flash fram the trigger 
spark (signal still received) and closing of the photomultiplier 


shutter (signal off). The rise time corresponds to design predictions 
of a one megacycle frequency for the discharge. That the shock front 
cannot be seen visibly in spite of the size of the signal may be 
attributed to the speed of the shock front estimated at Tay cm/sec. 

On verification that a perturbation existed within the plasma 
column, an attempt was made to observe the effect in the vacuum ultra- 
violet spectrum. Subsequent exposures under identical conditions of 
plasma operation showed no difference in the spectrum exposed during 


theta-pinch perturbation. 
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V. CONCLUSIONS AND RECOMMENDATIONS 


A. SPBHCTROGRAPHIC ANALYSIS 

Spectral survey of the nitrogen plasma in the vacuum ultraviolet 
was valuable because it was a previously uninvestigated area of the 
NPGS reflex arc spectral characteristics. Considerable information 
on the steady state plasma system must be available prior to attempt- 
ing meaningful diagnostics on a shock-disturbed plasma. 

Lack of concise electron temperature information fram photographic 
intensities was partly expected. The large variation in the spectral 
response of SWR film, unknown wavelength-dependent response of the 
spectrograph, and lack of temperature control processing make quan- 
titative spectral analysis difficult in this region. Values of 
absorption oscillator strength for transitions in the ultraviolet are 
known only within 40% at best. Expected electron temperatures are 
in the same range as the excitation potential difference, so any 
change of this magnitude in the logarithmic term would greatly alter 
the calculated electron temperatures. Some overlapping of spectral 
lines prevented utilization of certain wavelengths with recent oscil- 
lator strength values. From computer analysis it was determined that 
electron temperatures (or intensities for the inverse equation) are 
very senSitive to values of absorption oscillator strength and statis- 
tical weight. 

Close agreement of photometric data with probe measured values 
appears reliable, although use should be made of the corona radiation 


model. 





B. TIME RESOLVED PHOTOMETRY 

There is a definite need for time resolved photametric observation 
of the plasma. This may be accomplished most easily by oscilloscope/ 
spectrophotometer observation in the visible region. If observations 
establish that response is inadequate in this region, then consider- 
ation should be given to developing time resolution capability in 
the vacuum ultraviolet. Since the most intense lines occur in this 
region, response to perturbations should be larger. Experimental 
difficulties of work in the vacuum ultraviolet make camplete quan- 
titative spectral analysis in the visible spectral regions a first 
priority. Further investigations in the vacuum ultraviolet should be 
conducted only when it appears that spectral line intensities in the 


visible region are not sufficiently sensitive perturbation indicators. 


C. VUV SCANNING MONOCHROMATOR 

Difficulties in preventing contamination of bare photomultiplier 
tubes, and in scanning over the desired wavelength range make construc- 
tion of a vacuum ultraviolet monochromator extremely difficult. Desire 
to maintain capabilities in the extreme vacuum ultraviolet requires 
grazing incidence. Any deviation of components of a grazing incidence 
spectrograph results in large scale defocusing. The most practical, 
although initially more expensive, solution is purchase of a conmercial- 
ly produced grazing incidence scanning monochromator. The returns fram 
such an instrument would justify the expenditure. Of those instruments 
and designs investigated the McPherson 2 meter grazing incidence mono- 


chramator [19] appears to be the best design. 
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D. MAGNETIC FIELD SURVEY 

It is imperative that a complete survey of the magnetic field of 
the plasma system be undertaken as soon as possible. Existing Hall 
probe measurements are inadequate and rather limited as to range of 
mirror, main, anode, and cathode field variation. Particular attention 
in the vicinity of the anode-cathode section would go far toward solving 


the anode magnet instability problem. 


E. SPARK GAP SPECTRAL STUDIES 

The remarkable improvement in the efficiency of the spark gap 
calibration source suggests its use for further spectral studies of 
the higher ionization states of all electrode materials. The simplicity 
of the design requiring only glass tubing and heavy gauge wire permits 
convenient phasing from one spectrum to another or operation with test 


electrode and calibration electrodes together. 
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APPENDIX A 


PLASMA OPERATING INSTRUCTIONS 


I. Evacuate Chamber 





A. Evacuate Foreline: 
1. Preliminary checklist: 
a. Control power Ckt 25 ON 
Air interlock switch ON 
Water interlock sw ON 
Mode switch START FOREPUMP 
Foreline relay meter - Set at 30 u 
b. Check campressor air pressure at approx. 70 psi (CAGE). 
c. Check following valves CLOSED: 
V2 through V6 (Gate valves) 
Foreline vent valve 
Booster manifold vent valve 
Foreline gate valve to 10" DP 
d. Check the following valve OPEN: V7 (Booster gate valve). 
e. Check system water valve OPEN: Pressure approx. 40 psi. 
f. Check forepump water valve OPEN at forepump (identified 
by wire looped through handle). Adjust for slow steady 
stream of water. 

2. Press Forepump START button at the control wall. Foreline 
and Booster manifold pressures should drop to 20 u in approx. 
two (2) minutes. 

3. Set booster relay meter at 500 u. 


4. When forepump relay meter has locked, press forepressure 
interlock button. The interlock light should glow. 


5. Turn Mode switch to RUN FOREPUMP position. 
B. Pump Out Chamber (Rough Pumping/High Vac) 
1. Check boiler cooling water to 10" DP OFF. 


2. Turn ON Ion Gauge Controller Power & Stand-by Control Power. 
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I. Evacuate Chamber (continued) 


By 


4A. 


4B. 


ace 


10. 


Open manual throttle valve at machine. 


If chamber is at atmospheric, with DP's OFF: 


eis 
b. 
en 


as. 


e. 


CLOSE V7 & V6. 
Close manual throttle valve. 


Open V6. 


Gradually open manual throttle and observe forepump 
exhaust for normal levels of water vapor. 


Pump down to 80 u. 


GO TO STEP 5 IMMEDIATELY! 


If chamber is at atmospheric, with DP's ON: 
a. Camplete steps in 4A, but leave mode selector switch 
on START DP's & REFRIG. 
b. GO TO STEP 5 IMMEDIATELY, BUT OMIT STEPS 9, ll. 
If chamber is at 500 u, with DP's OFF: 
a. Close V7, Open V6, Pump down to 80 u, (indicated on TC2). 
b. GO IMMEDIATELY TO STEP 5. 
OPEN V7. 


START Argon purge at cathode to maintain 80 u (TC2) - 
Note: usually wide open on the argon needle valve. 


OPEN foreline 10" DP Gate Valve, CLOSE Vé. 


Check water flow to 10" DP: Boiler cooling OFF; DP Inlet, 
DP Outlet, Baffle Cooling ON. 


Procedure for starting diffusion pumps (DP's) and refrig- 


eration: 

a. Check Refrigeration Toggle switch OFF. 

b. DP Toggle switches may be left ON. 

c. Turn Mode Selector switch to START DP's & REFRIG. 


Turn 10" DP Heater ON. 
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I. Evacuate Chamber (continued) 
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Individual DP Heater switches may now be turned ON (if 
not already ON). 


Record starting time in Vacuum Log. 


Turn Refrigeration Toggle switch ON. Allow approximately 
ten (10) minutes for cooling. 


Allow twenty (20) minutes for warm-up. 
When chamber pressure begins to drop (indicating DP's 


pumping), secure the Argon purge and note the time. 
Pressure should drop to less than l u. 


Set Booster Relay to 100 u. Press baffle interlock button. 


High vacuum procedures may be commenced when the 10" DP 
has started pumping. Check that the following conditions 
exist prior to high vacuum pumpdown: 


a. Ion gange controller power ON, pressure multiplier 
eee Oae 


b. Chamber pressure should be below 1 u. 

c. Ion gauge standby control power ON, filament toggle 
Switches in ON positions (as needed), Outgas switches 
CFT’. 

d. Start ion gauge by simultaneously pressing: 

1. Filament ON (Ion gauge controller) 
2. Reset (Ion gauge standby controller) 
e. The diffusion pumps (DP's) should have heated at 


least twenty minutes. Check cooling water temper- 
atures. 


f. Baffle signal light (interlock) should be ON. 
g. Check V6 CLOSED, V7 OPEN. 


If these conditions exist, OPEN valves V2 through V5, and 
note time in the Vacuum Log. If the opening of any valve 
Causes a pressure rise allow more warm-up time for that 
diffusion pump with the valve closed. 


Record pressures/time at 1 min, 2 min, 4 min, etc., and 

plot on log-log coordinates in order to judge the condition 

of the pumpdown and freedan fram leaks. The zero (starting) 
time will be taken as the time when the argon purge is secured. 


ih. 


20. 


Turn Mode Selector switch to RUN DP's & REFRIG for 
Operation protected fram pressure rise. A pressure 
exceeding 1.5 x the full scale ion gauge reading will 
cut OFF the ion gauge, ion gauge standby control, close 
valves V2 through V5, and cut OFF the DP's. 


Magnet and Arc Operating Procedures 


A. 


Preliminary 
1. Set Booster Relay to 500 u. 
2. Start Argon gas flow to the cathode, set initially at 
3 XelOmer 
3. Fill pure water: 
a. Close de-ion loop valve. 
b. Open main water valve 3/4 to 1 turn and fill until 
overflow observed. 
c. Secure main water valve. 
d. Reopen de-ion loop valve. 
4. Turn OFF Ion Gauge #4 (Reflex Anode) 
5. Remove watches, warm personnel, inspect for tools 


lying around machine. 


Energize magnets: 
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Connect blower at reflex anode. 


Start Pure Water followed by Raw Water. Allow two minutes 
for stabilization of pressures. 


START cooling tower. Check to ensure its operation. 


Observe water flow in all flow meters and check hoses 
for flow and leaks. 


Turn ON Control Power CKT 21, Push 3 interlock buttons. 


START Control Power CKT 19 (if it kicks out, reset circuit 
breaker, then restart). 


START Control Power CKT 23. (Both CKT's 19, 23 usually 
left ON). 


Turn Mirror Magnet Rectifier Power switch ON (located in 
shed nearest the door). 





II. Magnet and Arc Operating Procedures (continued) 
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START other rectifiers by turning ON Standby switch at 
console. The operation of the rectifiers is verified by 
the roar of the rectifier fans. 


Consult magnet chart for operating conditions to give 
desired field, switch ON appropriate number of units 

at the console. Have been starting with #3 ON, rheostat 
at 65% to give 400 amps in the main magnets. 


Press START buttons to start magnet current (separate 
buttons for mirror, main, anode, and cathode magnets). 


Record time of start in Magnet Log Book. 


Energize Arc 


dh, 


Start R-F. If not observed increase pressure until it 
1s observed. 


Press both Arc - ON buttons simultaneously. 


On start, immediately reduce #2 Anode Voltage Control 
rheostat to obtain an arc current of 60 amps. 


Remove R-F. 


Adjust magnet fields, supply flow, as needed - reset anode 
voltage control for arc current 60 amps. 


To switch to another gas, OPEN other needle valve until 
flow observed on the ion gauge, then continue opening 
while securing the Argon needle valve. 


III. Shutdown Procedures 


A. 


Arc and Magnets: 
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Arc OFF. 

Main, mirror, anode, cathode magnets OFF. 

Secure gas flow. 

Control Power CKT 21 OFF’. 

When all water cooling return lines are cool (check anode 
magnets in particular); a) Secure cooling tower, b) Raw 


Water OFF, c) Pure Water OFF. 


Standby Switch OFF (Secures rectifier fans). 


III. Shutdown Procedures (continued) 
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Turn Mirror Magnet Rectifier Power switch OFF (located 
in shed, nearest door). 


Reflex anode blower OFF. 


Lock cooling tower cage. 


B. Chamber - Secure to 500 u with overnight defrost. If desirable 
to bring chamber to air, see Section III C. 
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Set Mode Selector Switch to START DP's & REFRIG. 
Close gate valves V2 through V5. 


START Argon flow - open to 80 u as indicated to the 
Booster Relay TC (usually wide open). 


10" DP Heater OFF. 

Open Booster Cooling Water valve - Note time. 
Refrigeration switch OFF. 

DP Heaters OFF’. 

Mode selector switch to RUN FOREPUMP. 

Wait 10 minutes after TC2 indicates pumping action stopped. 
CLOSE 10" DP Gate Valve. 

Secure Argon flow at 500 u. 

System is now shutdown for overnight with defrost. To 


pump down from this condition, start at I-B-1l using part 
I-B-4C. 


C. Chamber - Secure chamber to atmospheric with vacuum maintained 
on booster manifold. 
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Set Mode Selector switch to START DP's & REFRIG. 
CLOSE gate valves V2 through V5. 


Start Argon purging flow - open to 80 u on Booster Relay 
TC (Argon needle valve usually wide open). 


Turn 10" DP Heater OFF. 


OPEN Boiler Cooling Water valve - Note Time. 


III. Shutdown Procedures (continued) 
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Wait for 10 minutes after TC2 indicates pumping action 
stopped. 


CLOSE Foreline Gate Valve to 10" DP. 

Start main nitrogen purging through system vent valve. 
Secure Argon purge through cathode. 

Secure vent valve when manometer indicates atmospheric. 
Secure nitrogen vent supply. 

System is now in condition of temporary secure. Work 

on chamber and related components now possible. To pump 
down fram this condition, start at I-B-l, using part 
I-B-4B. If it is desired to go ahead and secure the DP's 
proceed to the next step. 

Turn OFF Refrigeration toggle switch. 

Turn OFF DP Heaters. 

Move Mode Selector switch to RUN FOREPUM. 

Set Booster Relay meter to 100 u. 

Chamber is now in condition of temporary secure with DP's 
and Refrigeration OFF. To pump down from this condition 
start at I-B-l, using part I-B-4A. If complete shutdown 
is desired proceed to the next step. 


Turn OFF Forepump. System is self venting. If immediate 
venting desired, OPEN Foreline Vent valve. 


APPENDIX B 


VUV SPECTROGRAPH OPERATION 


A. Vacuum Procedures. 


1. Operation with roughing pump only: 
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Check all valves closed; pressures equalized. 

Power to all circuits. 

Thermocouple ON. 

If operating with spark gap, open shutter valve 1/2 open. 
If operating with plasma, leave valve closed. Insert film 
and secure back plate. 

Start forepump. 

Open red handle throttle valve. 

Pump down to approximately 50 microns (about 5 min.) 


UV Spectrograph vacuum system is now ready for spark 
gap operation. 


2. Operation with roughing and diffusion pumps. 
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Camplete steps as listed above. 
Connect water inlet and drain. 
Connect 10n gauge - commence warm-up. 
At approximately 50 microns: 
(1) Close roughing valve. 
(2) Open foreline valve. 
Turn ON diffusion pump. 
Warm-up 20 minutes. 
Fill LN Trap 2/3 full (about 3 liters). 
Turn ion gauge ON. 
4 


(1) Set pressure range selector to 10 °. 


(2) Adjust zero. 
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VUV SPECTROGRAPH OPERATION (continued) 


(3) Gauge filament ON. 

(4) Meter selector to aS - adjust 5 to l ma. 

Close foreline valve. 

Open roughing valve. Pump down to 10 microns. 

Close roughing valve. 

Open foreline valve. 

Open DP Gate valve. 

System is now ready for full vacuum operations. 

If the plasma system is under comparable vacuum, the 


shutter gate valve may be opened as desired for 
exposures. 


To recycle films with plasma and VUV systems in operation: 
(1) Close shutter valve. 

(2) Close DP gate valve. 

(3) Vent chamber of VUV Spectrograph to atmosphere. 

(4) Change films. 

(5) Secure vent, close foreline valve. 


(6) Open roughing valve to rough down chamber to 100 
microns. 


(7) Close roughing valve. 


(8) Open foreline valve. Check that foreline is at 10 
microns or less. 


(9) Open DP gate valve. 


(10) System is now ready for further exposures. 
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